Heat capacity measurements by means of thermal relaxation method in medium temperature range.
The thermal relaxation method is used to measure heat capacities of small samples in the temperature range around room temperature. The calorimeter is designed to measure under heat exchange gas and a steplike excess heat is applied to the sample by irradiation from a lamp.